I. INTRODUCTION SERIES of measurements involving hydrogen
masers, cesium beam frequency standards, and the NBS clock system was made at the National Bureau of Standards (NBS) in Boulder, Colo., during the period from November 1969 to February 1970. The original purpose of these experiments was an evaluation of the stability performance of the involved systems and devices. A report of these results will be made elsewhere [l] .
A unique opportunity thereby existed for a remeasurement of the frequency of the unperturbed hydrogen (H') hyperfine transition ( F = 1, m F = 0) tf ( F = 0, m p = 0) in terms of the cesium ( C S '~~) hyperfine transition (F = 4, mF = 0) * (F = 3, mF = 0 ) , defined as 9192 631 770 Hz.
This paper reports the results of our frequency measurements.
The hydrogen maser frequency differs from the unperturbed atomic transition frequency because of a variety of effects including cavity pulling, spin exchange, magnetic fields, second-order Doppler (related to the temperature of the storage vessel), and collisions with the walls of the storage vessel. A detailed discussion of these effects is found in [2] . They can be measured and accounted for with fractional uncertainties of less than with the exception of the wall-collision effect (wall shift). Thus, the measurement of the unperturbed hydrogen transition frequency involves primarily a measurement of the wall shift. We performed two different and independent' measurements, which are referred to hereafter as experiment 1 and experiment 2.
Experiment 1 relies on a previous determination of the wall shift at Harvard University [3] : as a result of this wall-shift evaluation the Harvard reference maser has a known wall shift. A comparison between the frequency of this maser and a cesium primary frequency standard" (NBS-111), using a different maser as a transfer standard, gave a value for the unperturbed hydrogen hyperfine transition frequency. Experiment 2 is a separate and new measurement of the wall-shift correction with, however, an important difference from any previous wall-shift measurement: the reference oscillator that was used in the measurement of the frequency of the maser equipped with storage bulbs of different sizes was directly related to the frequency of a cesium primary frequency standard (NBS-111). Wall-shift correction and hydrogen-cesium comparison in experiment 2 were thus not separate steps but were integral parts of the same measurement.
The published values of the unperturbed hydrogen hyperfine transition frequency disagree among themselves considerably more than is expected. from the published values of the accuracy. In addition, there has been an almost exclusive usage of one particular wall-shift correc-1 tion in the various publications of the hydrogen frequency. (See Tables I and 11 .) These were further motivations for our measurements.
The value for the hydrogen hyperfine transition frequency may be written as The wall-shift correction may be writtedas approxi-
1 They are not completely independent in the sense that a common cesium reference (NBS-111) was used.
2 For our purposes a cesium primary frequency standard is an apparatus that has been experimentally evaluated in relation to all known perturbing effects (41. where TI is the reference temperature, usually chosen at 40°C, T is the operating temperature of the storage bulb, al is the wall-shift temperature coefficient, D is the diameter of the storage bulb, and K is the wall-shift coefficient.
To our knowledge only five independent wall-shift measurements have been published in the past; one reason for this must be sought in the rather tedious and time-consuming experimental effort necessary. The six published results are summarized in Table I together with the results of this paper. Table I gives the author(s) and bibliographic reference, the year(s) of the actual experiment, the number of bulbs different in coating nd/or size, the type and year of purchase of the T e f l~n ,~ ' \&, a d the values Avw.D and a1 of (2) together with the accuracy claims.
I n Table I1 we lit and compare values for v;. Given are the author(s) and published reference, the year(s) of the actual measurement, the Teflon that was used in the storage bulb of the hydrogen maser, the applied wallshift correction listed by the corresponding author from Table I , the hydrogen maser type that was used, the cesium reference standard, and the value for v/i. The values for vl: are rounded in the last digit.
A discussion of Tables I and I1 will be postponed until the end of this paper where we will take a critical look a t them in connection with a discussion of our new values. desired. To take vI1 directly from the output of a cesium standard would have meant averaging times of many hours to attain this precision. This would have been awkward in experiment 1 and prohibitive for experiment 2 since the NBS-H2 maser had no temperature control, a limitation that necessitated a fast measurement technique (30 minutes maximum duration).
Fortunately we also had available the hydrogen maser standard NP3 of the National Aeronautics and Space Administration (NASA). Its design is described in [21] . The most important features of this maser for the present purpose are its stability and the provision of synthesized standard output frequencies. We used one of its outputs on nominally vg = 5 MHz. However, the NASA maser not only served as a highly stable frequency source allowing short-and long-term measurements with a precision of a few parts in 1013 but also as a calibrated transfer standard. As indicated in The nominal output of the NASA hydrogen standard NP3 was synthesized to reflect a coordinated universal time scale (UTC) [17] . Fig. 2 shows a plot of the fractional frequency of NP3 referenced to v U T C ( N B~) (zero on the vertical scale) versus time. From Fig. 2 we can derive the correction AvN as the offset of NP3 from vUTC(NS,,) evaluated at the nominal hydrogen frequency. Several additional corrections are necessary to relate the frequency of the hydrogen maser to the unperturbed transition frequency in hydrogen. They are summarized in Table I11 together with those already mentioned. The wall-shift correction was discussed previously in Section I, and (2)) a semiempirical equation, was given. For (2) it is assumed that the wall shift is proportional to the wall-collision rate of the hydrogen atoms, i.e., to the inverse diameter of a spherical storage bulb.
The second-order Doppler effect in the hydrogen maser due to the thermal motion of the atoms necessitates a correction of [15] A V O = ClTs (4) where C1 = +1.9557 X lo-' Hz-K-'. We assume here that thermal equilibrium between the kinetic energy of the hydrogen atoms and the walls of the storage bulb is established. T, is then the temperature of the storage bulb.
If the kinetic energy of the atoms is not fully in equilibrium with the temperature of the storage bulb, we will commit an error in using T s . We should then introduce a correctio.1 A v T , which relates to the difference between the bulb temperature and the effective temperature of the stored atoms. Preliminary theoretical calculations of the thermalization process indicate . The net result is that spin-exchange frequency shift and cavity pulling have a similar functional relationship to the atomic-resonance linewidth. As a consequence, cavity pulling and spin-exchange shifts cancel each other when the maser is "tuned," or (AVC + A v~~) t " n e d = 0.
(7)
A "tuned" condition is here defined as a setting of the maser cavity such that the output frequency of the maser v,,, is independent of changes in the hydrogen pressure (beam intensity).
In experiment 1 the SA0 maser was tuned in separate runs, both manually and automatically using its own automatic cavity servo, until the output frequency was unaffected by changes in the beam flux. The actual tuning element was a varactor diode mounted inside the cavity. Details of this procedure can be found in [20] . Averaging times of about 10-100 seconds were used to measure vB.
In experiment 2 the beat frequency v B for the tuned condition was calculated from four measurements of the maser frequency at two cavity settings and two beam intensities using a linear interp~lation.~ The two cavity settings corresponded to maser frequencies that were typically a few parts in 10l2 above and below v,,, (tuned). In this procedure, the cavity settings did not have to be known in an absolute sense but had to be reproducible to AvM/vM z This was assured in separate experiments. The actual tuning element was also a varactor diode mounted inside the cavity. One complete measurement of v B took typically 15 minutes at averaging times of about 10 seconds.
From Table 111 and (3)- (7) we are now able to calculate the unperturbed hydrogen transition frequency referenced to NBS-I11 as
where 2S4vR = 1420 000 000.0000 Hz with v R = 5 MHz.
All corrections AV are taken at the nominal hydrogen frequency.
111. EXPERIMENTAL RESULTS We will now discuss the experimental results that we obtained in experiments 1 and 2 together with the uncertainty contributions associated with each of the frequency corrections. We begin with experiment 1; its results are summarized in Table IV .
The synthesizer was set a t us = 405 794.4200 Hz;
no uncertainty is associated with this value. The period of the beat frequency was measured; the beat frequency v B is listed in Table IV . I n order to obtain this value the maser had to be tuned. This can be done only with a certain precision. From the experimental results we estimate the associated uncertainty as f 3 X 
The fractional frequency offset of UTC(NBS) agahst AT(NBS) is nominally

Bias
The second-order Doppler correction for the SA0 maser is calculated from the bulb temperature using (4). The temperature was (47 f 0.5)OC maintained by the automatic temperature control of the SA0 maser. This leads to the values for Avo and its uncertainty in Table IV . The last correction in Table IV is the frequency change due to the Zeeman effect. A Zeeman resonance frequency of 1020 Hz was measured, and Avz can be calculated from (5) and (6). The Zeeman frequency was typically stable to about =t5 Hz. This leads to a negligible uncertainty.
From (8) and Table IV we can now calculate the result for vH, the unperturbed hydrogen hyperfine frequency. Its uncertainty is calculated as the square root of the sum of the squared individual contributions since they are independent of each other. 
X-100 (Fbhm and Haas). The bulbs were thoroughly
cleaned with diluted sulfuric acid, and the coating solution was applied and then dried by circulating dry nitrogen gas through the bulb. The baking was done at 38OOC for one-half hour while oxygen was circulated through the bulb. The bulbs were heated up rapidly in about 15 minutes; the cooling after baking took about 1 hour although the initial drop in temperature to below 300°C occurred rather rapidly within a few minutes. The bulbs were heated up to above 300°C immediately before setting them into the maser. They were put hot into the mmer, which was then pumped down immediately. Some bulbs (indicated by a dagger in Table V) procedures. All coatings, first and second ones, passed the ('water drop test" (tested after their use in the maser). The coatings were transparent and appeared only slightly milky. All bulbs, except bulb 1, were new and never coated before. The first column in Table V gives the identification numbers of the bulbs. The second column lists the dates of their measurements in the hydrogen maser. I n the third column we find several remarks; in the fourth, the nominal diameter is given; and in the fifth column we find the accurate inverse diameter that was determined from a volume measurement. The sixth column gives the temperature of the bulb (actually the temperature of the cavity was measured) a t the time of the measurement. The NBS-H2 maser used in this experiment had no temperature control of its own. Therefore the temperatures for the various measurements differ slightly. The seventh column lists the Zeeman resonance frequency. The eighth column gives the beat frequency v B of the tuned maser. In the ninth column the beat frequency vB (corrected) is corrected for the offsets AvN of the NASA hydrogen standard according to Fig. 2 . The last column lists the standard deviation of several (more than ten, typically) independent tunings of the maser. A plot of the beat frequency v B (without the AvN correction) as a function of the inverse bulb diameter is shown in Fig. 3 . No oscillations were possible with bulb no. 4 since this bulb caused a significant reduction of the cavity &. Bulbs 1*, 5*, 6*, and 10* were excluded from the final analysis (indicated by the asterisk).
They all showed obvious differences from all other bulbs, as we now describe. Bulb 1* was a previously used one, stripped of its old coating with hydrofluoric acid, and recoated. It showed up in the graph with a far too hi511 vB, Le., a larger wall shift than the other bulbs. This may be explained by its surface roughness leading to an effectively larger surface area. A second coating (It) apparently smoothed out this roughness and brought this bulb in line with the others.
Bulbs 5* and 6* received extremely thin, almost invisible coatings, but they passed the water drop test. They responded with somewhat lower values of v B , i.e., less wall shift than the rest of the bulbs. Fig. 3 . Wall-shift measurement and hydrogen-cesium comparlsoii from experiment 2 using the NBS-H2 hydrogen maser. As plotted, the beat frequency VB does not contain the AVN correction. See Table V for both uB and VB (corrected). See Fig. 2 for the AP., correction.
(5t and 6t) brought them to values compatible with the majority of the bulbs. We have no good explanation for this effect. Bulb 10* was so small that oscillations were barely possible. For this reason the spin-exchange tuning procedure, which required a reduction in beam intensity, could not be used. The uncertainty in its v B value was therefore prohibitively large for its inclusion in the final analysis.
The "good" bulbs were used in a linear, least-squares fit whereby each measurement point was weighted according to its variance (nz from Table V Table VI summarizes this result and all other pertinent data analogously to Table IV. The synthesizer was set a t us = 405 795.0000 He, and the beat frequency us (corrected) in Table VI is the frequency at the intercept and is thus the frequency for AuW = 0. It contains the correction AvM that was already applied in Table V . The uncertainty associated with AuN is the same as in Table IV and was discussed there. For the Doppler correction AvD we use the mean value for the temperatures listed in Table V . The uncertainty of the temperature measurement is again estimated at +0.5"C, which well includes the systematic differences of the temperatures of the individual measurements. The mean Zeeman frequency of all measurements (Table V) is fZ M 245 He (175 pG), which leads to a correction of only 0.1 mHz. The individual measurements of fZ spread around this mean bv st, most f30 Hz, which corresponds to a negligible variation of the bias of fO.02 mHz. This value is listed as bias uncertainty of Avz in Table VI .
From (8) and Table VI we can now calculate v R , the unperturbed hydrogen hyperfine frequency. The uncertainty is the square root of the sum of the squared individual contributions, analogousIy to experiment 1. The difference between these values is only about 13 percent despite the fact that two different kinds of Teflon were measured: the homopolymer TFE (tetrafluoroethylene polymer) and the copolymer FEP (TFE plus hexafluoropropylene) .
IV. CONCLUSIONS
The values for v B from experiments 1 and 2 are well within each other's error limits. The uncertainties assigned to the two values are not much different. We therefore take the mean of both as the most probable value of the unperturbed hydrogen transition frequency V H = 1420 405 751.768 f 0.002 Hz. This result is based on the two most extensive wallshift evaluations that have been carried out so far, as evidenced in Table I . Furthermore, the hydrogen-cesium comparison was done while a direct link existed to the wall-shift correction data. In experiment 1 this link was provided by the preservation of the results of the Harvard wall-shift experiment [3] in the HU reference maser, and the calibration of the SA0 maser against this reference. In experiment 2 the link was established by the simultaneous, integral wall-shift/hydrogen-cesium comparison experiment. In addition we used one of the best evaluated cesium standards currently in existence as A comparison of our kesults with those obtained previously is made in Table 11 . The range of values for v H totaling about 6 X lo-" (90 mHz) far exceeds any quoted uncertainties and therefore requires some critical discussion. We surely can not explain deviations of this magnitude by differences in the cesium reference standards alone. Cesium beam tubes are extensively studied and intercompared devices. The uncertainty to be attributed to the cesium standards that have been used could be as high as 2 X lo-" (28 mHz) before 1964, 1 X lo-" in 1964, 3 to 5 X lo-'' (4-7 mHz) between 1965 and 1966, and 1 to 3 X lo-'' (1.44 mHz) since then. A larger uncertainty in the wall-shift correction as compared to those quoted in the past is the most likely explanation for most of the discrepancies. It is evident that the wall shift is not a constant of nature, but largely depends on the kind of Teflon (including differences from year to year due to the manufacturing process) and on the many complex parameters involved in the actual coating procedure. This is evidenced in Table I (compare also [ 3] ), in the exclusion of bulbs from the wall-shift evaluation as indicated by the asterisks in Table V , and in [3] where we observed wall shifts that were up to 50 percent different from the wall shifts of "good" bulbs. Two statements can be made in consequence: 1) using only a few bulbs (e.g., two) for a wall-shift measurement can lead to highly erroneous results, and 2) the use of a wall-shift correction not directly related to the hydrogen maser that is used in a v H determination may also lead to errors far exceeding those quoted in Table 11 . If we check the values listed in Table I1 against the above two state-ments, we find that the majority of the values do not have the direct experimental link required by statement 2) between the bulb used in the hydrogen maser and the applied wall-shift correction. Furthermore, they are correlated through the almost exclusive use of one particular wall-shift evaluation that we believe to be a valid one at the time of its measurement but that should not be used in the sense of a universal correction (statement 2)). Only the values of Crampton et al. and Menoud and Racine are based on a direct relationship between the hydrogen-cesium measurement and a wall-shift determination; unfortunately, however, only two bulbs were used in each case and statement 1) applies. The only values not affected by either statement are those of this paper.
The discussion of discrepancies in past values of v H that is given above should not, however, be interpreted to imply that a frequency standard based on hydrogen storage is necessarily inferior to a cesium standard. First, the uncertainties due to the cesium comparison and those due to the wall-shift correction contribute about equally to the uncertainty that we assign to our measurements of vH. Furthermore, a more recent measurement of v H has been reported [30] , which was based on an independent wall-shift evaluation and which was also referenced with transfer standards to the cesium standard NBS-111. This new value of v H is almost identical with the results of this paper.
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